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FIG. 1 shows the new -hp- Model 1 WBRhigh- 
sensitn ii\ oscilloscope which has been de- 
signed to make available in a rack-mountable 

instrument the 
same excel- 
lence in meas- 
uring ability 
that has been 
available in 
the -hp- cabi- 
net- style 
Model 130A 
oscilloscope 
introduced a year ago.* The new rack-style in- 
strument, in fact, has even more conveniences 
and measuring flexibility than its cabinet-Style 
companion. 

Like its companion, the new Model L30BR 
has been designed as a voltage-time-phase shift 
measuring instrument of wide range, high sen- 
sitivity, and overall quality as evidenced by 
the following major characteristics: 



Since the introduction of the -hp- Model 
I30A d-c - 300 Ice oscilloscope last year, 
many readers have had an opportunity to 
become acquainted with that instrument 
firsthand. As a result, it gained notable 
popularity and shortly became the standard 
ol the field. 

Now, a rack-mounting version ol the 
instrument has been designed. Although 
basically similar to its cabinet-style compan- 
ion, the new instrument has even more fea- 
tures ond will be interesting both to readers 
who may not use rack style instruments as 
well as to those who do. 



• If operates from d-c to above 300 Ice 

• li has a wide voltage-measuring range of from 

I millivolt cm to approximately 1500 volts 
peak-to-peak full scale. 

• It has a wide time-measuring range of from 

0.2 microsecond cm to approximately 15 
seconds cm. 

• For phase measurements the vertical and hori- 

zontal amplifiers have been made identical, 
enabling phase measurements to be made up 
to 100 kc or more, depending on accuracy 
requirements. 

• A JtS sweep expansion feature is provided for 

all sweep speeds to enable easy examination 
of points of special interest in a display. 

• The sweep arrangement includes the -hp- orig- 

inated Preset feature which automatically 
operates the sweep on viewable waveforms. 

• In addition to front panel terminals, terminals 

for the vertical and horizontal amplifier in- 
puts are provided at the rear of the chassis 
for console operation. 

• The instrument displays balanced inputs of 

up to approximately 1.5 volts p-p in both 
channels. 



•|>uane Dnnwoodic anil Hick Reynolds A Htm DC-J00 KC Ilitk-Smsiliv- 
ily OfoUcUWpl Willi Trittrrtli Suttp, Hrwlrtl-I'iickaril Journal. Vol. 7. 
W ; M.mh. 1956. 
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Fig. I. Sett -hp- Model I illBK DC-iOl) KC Oscilloscope 
is designed with high sensitivity, high stability, wide 
range of sweep speeds, ttS expandable sweep, and identi- 
cal amplifiers so as to simplify measurements of voltage, 
time and phase shift. Console operation is facilitated by 
additional input terminals at rear of chassis. 



Fig. 2. Typical bandwidth characteristic of -hp- 
Model I illBR Oscilloscope. Curve applies to both 
vertical and horizontal amplifier and is essentially 
independent ol sensitit ily settings. 
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Fig. 3. Trigger controls provide lor auto- 
m at it triggering (Preset) from intern al or 
external signals anil (upper controls) for 
selection of trigger point from — 30 to 
+ 10 volts at either slope. 

• Hand widths of the- vertical and horizon- 

tal amplifiers arc constant regardless 
of sensitivity to insure accurate meas- 
urements at all rated frequencies. 

• A mono-accelerator tube is used to ob- 

tain good overall spot focus and is 
operated at 3,000 vdc to obtain high 
light output. 

• The level and slope at which the sweep 

triggers on the sync signal can be 
selected by simple panel controls. 

• Many mechanical and functional con- 

veniences are incorporated including 
the -hp- developed crt alignment 
lever and quick-change bezel as- 
sembly. 

AUTOMATIC SWEEP 

The sweep system used in the 
Instrument can be introduced by 
saying that its basic quality and flex- 
ibility are unmatched outside the 
finest high-frequency oscilloscope 
class. Even there, the system used 
becomes surpassed mainly by the 
fact that higher speeds are used com- 
mensurate with the high-frequency 
character of such instruments. 

Except for the important sweep 
expansion feature, the system used 
in the instrument is identical to that 
used in the Model 1 30A and includes 
the -hp- developed automatic sweep 
( Preset) feature. This feature is such 
that the sweep occurs automatically 
when a signal is applied to the verti- 
cal system. Nearly any type of view- 
able waveform will trigger the 
sweep, since it is only necessary that 
the signal have sufficient amplitude 
to give j cm of deflection On rhr 



most sensitive 1 millivolt cm range 
of the instrument, it is thus only 
necessan thai the signal be 1 milli- 
volt in amplitude to give automatic 
sweeping. Automatic operation is 
obtained by setting the Sweep Mode 
control (Fig. 3) to the Preset position. 

Besides operating from the signal 
applied to the vertical system, the 
automatic feature can also be oper- 
ated from external sync signals of 

volt p-p minimum amplitude or 
from the power line frequency. The 
Sync selector switch enables the op- 
erator to select the source of the sig- 
nal that triggers the sweep. 

The user also has the option of 
using a free-running sweep if de- 
sired. The Sweep Mode control, 
when turned clockwise, causes the 
sweep to free-run, a feature that is 
often convenient when establishing 
set-ups such as when arbitrary base- 
lines are desired. 

TRIGGER POINT SELECTION 

The sweep system is also made 
unique in this class of instrument by 
the fact that it will trigger from a 
selectable point on the signal used 
as the trigger. The Trigger Level 
control (Fig. 3) enables any level 
of a viewed signal or from 30 to 
— 30 volts on an external signal to 
be selected, while the Trigger Slope 
Control enables either positive or 
negative slopes to be selected. 

SWEEP RANGE 

A further distinction of the sweep 
system lies in the range of sweep 
speeds provided and the unusually 
straightforward manner in which 
they can be selected. Sweep times are 
selected by a single switch (Fig. 4) 
which provides 21 calibrated speeds 
ranging from 1 microsecond cm to 
5 seconds cm. Any desired speed can 
thus be selected with a single direct- 
reading control so that no mental 
computation of the settings of two 
or more controls with accompany- 
ing possibility of error is required. 

Sweep speeds that lie between the 
fixed steps can be selected with the 
Vernier control which is concentric 
with the sweep time selector The 
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I ig. i. lo simplify sweep selection, sweep 
lime selector is a single, direct-reading 
control. Concentric vernier enables con- 
tinuous variation between steps. 

vernier has a nominal 3:1 range 
which, besides selecting intermedi- 
ate sweep speeds, can be used to 
extend the slowest sweep from 5 
seconds cm to approximately 15 sec- 
onds, cm or 150 seconds for the total 
10 cm sweep. The system thus con- 
veniently accommodates very low 
frequency phenomena. 

SWEEP EXPANSION 

One of the important new fea- 
tures of the instrument is that it is 
pr< 'V idc-cl with an expandable sweep. 
An expansion of 5 times is provided 
and is obtainable with any of the 
sweep speeds of the instrument, 
including the fastest 1 microsec- 
ond cm sweep. The feature can thus 
also be used to extend the I micro- 
second cm sweep to 0.2 microsec- 
ond cm. should a sweep of that 
speed be desirable. Sweep expansion 
is selected b\ setting the Horiz. Sen- 
sitivity control (Fig. 6) to the x"> 
position. 

Circuitwise, sweep expansion is 
obtained by reducing the feedback 
in the sweep amplifier to obtain a 5 
times increase in gain. A reduction 
in accuracy thus occurs, but this is 
slight, the derating being from its 
regular 5 r c value to a Kfi value. 

HIGH-SENSITIVITY TWIN AMPLIFIERS 

Commensurate with its level of 
performance in other respects, the 
oscilloscope is provided with verti- 
cal and horizontal amplifiers that 
have a high order of quality. Band- 
width is constant and wide (d-c to 
above 300 Icrl. wncifiviry is high '1 
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fig. 5. Model I WBR panel has been designed will) controls arranged in three simple columns: 
terlical lontroh al I ell. horizontal at middle right, and sweep at far right. Urge, heavy-duty 
guard handles facilitate rack installation as well as general portability. 



millivolt cm maximum), and sta- order of differential phase shift, 
biliry is extremely high. In other Phase shift at SO kc, for example, 
wards, the amplifiers represent a is all but undetectable and is still 
generally first-rank design in which small at several times that frequen- 
all performance aspects have been cy. Because this low differential 
carefully treated to give the user phase shift is provided in vertical 
maximum measuring convenience and horizontal systems that have 
anil flexibility. high sensitivities, external relative 

A further feature worthy of spe- phase can be measured in regions 
da] mention is the fact that the ver- where high attenuation may be oc- 
tical and horizontal amplifiers are curring in one of the signals. In feed- 
identical. This fact enables the in- back systems, for example, where it 
strument to be useful in measuring is necessary to check loop phase 
relative phases in external circuits, characteristics in low loop trans- 
since the identical amplifiers give mission regions beyond normally 
the oscilloscope an extremely low useful ranges, the high sensitivity 

of the amplifi- 
ers is of consid- 
erable value. 

Moredetailed 
information on 
the differential 
phase charac- 
teristic of the 
amplifiers is 
given in the 
discussion of 
the Model 130- 

Fip. Ci. Vertical and horizontal sensitivity controls are simple. ^ Although 
direct-reading type which are identical except for xl and x5 ' * 

sweep positions at ccw end of horizontal control. the Model 130- 
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BR amplifiers are not entirely iden- 
tical electrically to those in the 
Model 130A, they do equal if not 
surpass those in the Model 1.30 A. 

STABILITY 

One of the most popular features 
of the Model 130A is the fact that, 
despite its high sensitivity, the sta- 
bility of the trace is virtually inde- 
pendent of line voltage changes. In 
this respect, too, the new Model 
130BR is the full equal of the Model 
130A. 

AMPLIFIER CONTROLS 

In the new instrument there are 
some additional amplifier operating 
features that give the instrument 
even greater convenience than its 
cabinet-style companion. For one 
thing, an additional calibrated sen- 
sitivity step has been added (50 
v olts cm step I. This enables a-c volt- 
ages as high as approximately 1500 
volts p-p full scale (10 cm) to be 
measured by using the nominal 3:1 
sensitivity vernier with the basic 
sensitivity switch. D-c levels up to 
600 volts can be applied and meas- 
ured. 
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Fig. 7 - -bp- quick-change bezel is also ile- 
signetl to serve as camera mount. 



The maximum balanced input has 
also been increased from 20 mil- 
livolts cm to 5(1 millivolts cm. This 
means that balanced inputs as high 
as 500 millivolts p-p can be dis- 
played by the instrument without 
use of the sensitivity vernier. Use of 
the vernier will permit balanced 
voltages up to approximately 1.5 
volts p-p to be displayed. Suppres- 
sion of common mode signals on 
balanced inputs is at least 10 db with 
the limitation thai the common sig- 
nal should not exceed 1.5 volts. 

The il-i coarse balance control, 
which in the cabinet instrument is 
accessible through the side of the 
cabinet, has been located concentri- 
cally with the fine balance control 
on the front panel. It is thus unnec- 
essary to remove the instrument 
from the rack if adjustment of this 
control becomes desirable. 

The sensitivity controls them- 
selves are of the single direct-read- 
ing type which virtually prevents a 
mis-setting or mis-reading of sensi- 
tivity through error in calculating 
the calibrations of multiple controls. 

TERMINALS AT REAR 

Console operation of the instru- 
ment is facilitated by terminals at 
the rear of the instrument for the 
vertical and horizontal inputs. These 
are in parallel with the front panel 
inputs and consist of the commercial 
equivalent of an AN type 3102A 
receptacle for each input. This re- 
ceptacle is a common AN type 
which provides for a 3-wire input 
to accommodate the two balanced 
terminals of the amplifier in addi- 
tion to a ground lead. 



AMPLITUDE 
CALIBRATOR 

The amplitude calibrator in the 
new instrument differs from that in 
the companion instrument in that 
it produces a nominal 300 cps square 
wave instead of a 1.000 cps wave and 
in that it uses a tube less circuit. The 
circuit is a relaxation oscillator 
using two neon lamps which have a 
superior operating life. The circuit 
arrangement is such that the charac- 
teristics of the lamps themselves 
have little influence on the square 
wave- because the lamps act merely 
as on-off switches in a high-imped- 
ance circuit. 

MECHANICAL 
CONVENIENCES 

The rack style instrument also re- 
flects the mechanical conveniences 
that were introduced and received 
wide acceptance on the Model 1 30A. 
These include the crt alignment 
lever and the quick-change -hp- type 
bezel-filter-graticule assembly. 




Fig. H. Crt alignment lever simplifies an- 
gular tube positioning. 

GENERAL 

In other respects the rack-style in- 
strument at least equals the Model 
130A and reference can be made to 
the discussion of that design for ad- 
ditional information. 

DESIGN TEAM 

The design group for the Model 
130BR included a number of mem- 
bers of the -hp- engineering depart- 
ments. Members of the group were 
leader Norman B. Schrock. Duane 
Dunwoodic. Eric Hammerquist. 
Donald L. Palmer, Dick Reynolds, 
anil Harold C. Rocklicz. 

— Duane Dnnu ooilie ami 
Dick Reynolds 



SPECIFICATIONS 
-hp- MODEL 130BR 
DC-300KC 
SWEEP OSCILLOSCOPE 

ftai'gt: 0 2/ sec cm to appro*. 15 sec cm. 

Calibrated; 21 calibrated sweep! in 1-2-5-10 
sequence. Imscc cm to 5 sec em. Accuracy 
wilhin 5%. 

X5 Magnifier may be used on oil 
ronges ond expands fastest sweep to 
0.2/JSec cm. Accuracy within 10%. 

Vernier: Permits continuous adiustmeni of 
sweep time and extend* slowest sweep 
lime to approximately 15 sec , cm. 

Synchronization: Internally from line volt- 
age or from signals causing '3 centimeter 
or more vertical deflection. 
Externally from 0.5 volt peak to peak, or 
more. 

Trigger Pomf: Continuously adjustable from 
30 'o - 30 vol's on either positive or 

negative slope of external synchronizing 

signal, or from any poin) of the vertical 

signal presented on the screen. 
Preset Triggering] Switch position on sweep 

mode control selects optimum setting for 

automatic triggering. 

INPUT AMPLIFIERS 

Vertical and horizontal amplifiers have same 

characteristics 
Sensitivity Range: 1 mvcm to opprox. 150 

v cm. 

Stability: 1 mv hr after worm-up. 

Input Attenuator: 15 calibrated ranges, in a 
1-2-5- 10 sequence, 1 mv cm to 50 v cm. 
Vernier permits continuous odiustment be- 
tween ronges and decreases sensitivity to 
approx. 150 volts cm; accuracy ^ 3°i 

Bandwidth: dc to 300 kc independent of at- 
tenuator setting. 

Input Coupling: Direct or copoci'ivefy cou- 
pled input; 600 volts d-c or rms max. input. 

Input Connectors: 3 conductor terminal on 
front panel spaced VT, 3 conductor recep. 
tacle on rear panel in parallel with front 
panel terminals. 

balanced Input: On 1. 2. 5. 10. 20, and 50 
mv cm ranges. Input Impedance 2 meg- 



ohms shunted with opprox. 1-5 I Can 
be reduced to 25/i/if by disconnecting rear 
terminots. 

Common Mode Refection ('Bo/anced input 
only. -. Rejection at least 40 db. Common 
mode signal must not exceed 1.5 volts. 

Single Ended Input: On all ranges. Input im- 
pedance 1 megohm shunted with approx, 
200f</if. Con be reduced to 50m " f by dis- 
connecting rear terminals. 

Undittorted Deflection: Three screen diam- 
eters. 

Internal Calibrator-. 300 millivolts peak to 
peak _^ 2°*, 300 cycle squore wove op- 

Elied to vertical or horizontal amplifiers 
y CAl position of input attenuators. 

GENERAL 

Illuminated Graticule: Edge lighted graticule 
with controlled illumination, 10 cm x 10 
cm. marked in centimeter squares with 2 
mm subdivisions on major oxes. 

CRT Bezel: CRT bezel readily removed by a 
15° twist. Bezel provides firm mount for 
standard oscilloscope camera equipment. 

CRT Plata. Direct connection to deflecting 
plates via terminals on rear, Sensitivity 
opprox. 20 volts cm. 

Intensify Modulation: Terminals on rear; 20 
v positive signol blanks CRT at normal 
intensity. 

Cathode Ray Tube: 5AQP mono-accelerator 
flat face lype with 3000 volt accelerating 
potential. Available with PI, 97. or Pll 
screen. 

Dimensions: 19" wide, BAT' high, 22" deep. 
Weight. Net *2 lbs. 

Power Supply: 115 230 volts ±10%, SO 1000 

cycles. 160 watts. 
filter: Color of filter compatible with screen 

phosphor. 

Accessories Available: AC-83A Viewing 
Hood, face-fitting molded rubber. Price: 
S4.50 f.o.b. Polo Alto. California. 

Price: $650.00 f.o.b. Palo Alto, California. 
'Normally supplied with PI screen. When 
ordering with P7 screen, specify 130BR-7. 
When ordering with Pll screen, specify 
130BR-11. 

Data subject to change without notice. 
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